<table>
<thead>
<tr>
<th>タイトル</th>
<th>アンモニア性銀溶液の爆発防止法</th>
</tr>
</thead>
<tbody>
<tr>
<td>著者</td>
<td>千馬正敬・板倉英世・山下裕人</td>
</tr>
<tr>
<td>雑誌名</td>
<td>熱帯医学</td>
</tr>
<tr>
<td>年月日</td>
<td>1984年6月30日</td>
</tr>
<tr>
<td>URL</td>
<td><a href="http://hdl.handle.net/10069/4383">http://hdl.handle.net/10069/4383</a></td>
</tr>
</tbody>
</table>
Preventive Method for Possible Explosion of Used Ammoniacal Silver Nitrate Solution

—Treatment of waste fluid derived from histopathological staining—

Masachika SENBA and Hideyo ITAKURA

Department of Pathology, Institute for Tropical Medicine, Nagasaki University, Nagasaki, Japan

Hiroto YAMASHITA

Department of Pathology, Medical College of Oita, Oita, Japan

Abstract: The ammoniacal silver nitrate solution has been routinely used widely for the purpose of staining of reticulum fibers. However, the used ammoniacal silver nitrate solution may cause explosion due to formation of blackish silver fulminate (AgONC) in the solution. This possible danger could be prevented by addition of an equal volume of the used sodium thiosulfate into the used ammoniacal silver nitrate solution.

Key words: Ammoniacal silver nitrate solution, Preventive method for explosion.

The innumerable modification procedures for the staining of reticulum fibers (Fig. 1 and 2) have been designed by using ammoniacal silver nitrate solution which was originally introduced by Bielschowsky (1904). This solution widely used for the routine staining of reticulum fibers. At present ammoniacal silver nitrate solution became very common reagent for the staining of reticulum fibers.

In our laboratory faced to the west, the used ammoniacal silver nitrate solution stored on the shelf of the laboratory bench caused an explosion three times in the past ten years. Therefore, we have developed the preventive method of an explosion of the ammoniacal silver nitrate waste as reported preliminary (Senba and Itakura, 1981; Senba, 1983; Senba, 1984).

The used ammoniacal silver nitrate solution should not be discarded into drains because it may become a source of pollution. As shown in Fig. 3, it is apparent that
Fig. 1. Reticulum fibers demonstrated in the cutaneous type of Kaposi's sarcoma. Silver impregnation method (Senba, 1983), X400.

Fig. 2. Reticulum fibers demonstrated in the cutaneous type of Kaposi's sarcoma. Iron deposits are seen in the sarcoma tissue. Silver impregnation method (Senba, 1983), X400.
the used ammoniacal silver nitrate solution may cause an explosion due to both the formation of the blackish explosive silver fulminate (AgONC) by the aid of sunshine during storage (Editing Commision of Experimental Chemistry, 1954; Editing Commision of Encyclopedia Chemica, 1962) and a some triggering shock such as a small vibration.

Such explosion could be prevented by the addition of sodium thiosulfate (Na$_2$S$_2$O$_3$), which accelerate the formation of stable AgS$_2$O$_3$$^{3-}$, Ag(S$_2$O$_3$)$_2$$^{3-}$ and Ag(S$_2$O$_3$)$_3$$^{5-}$ (Japan Society of Chemistry, 1973) as shown in Fig. 4. Fortunately, a sodium thiosulfate solution is used during the final step of the staining procedure, so that it is worthwhile to mix the waste containing sodium thiosulfate with the used ammoniacal silver nitrate solution. We do not needs to add fresh sodium thiosulfate solution at routine work.

**ACKNOWLEDGEMENT**

The authors gratefully acknowledge the invaluable advice and critical reading of Prof. Masahiko Koike, Department of Pathological Biochemistry, Atomic Disease Institute, Nagasaki University School of Medicine.

**REFERENCES**


アンモニア銀溶液の爆発防止法
千賀正敬, 板倉英世（長崎大学熱帯医学研究所病理学部門）, 山下裕人（大分医科大学病理学教室）
アンモニア銀溶液は病理組織切片の細網繊維染色のため、世界に広く使用されている。しかしながら、組織染色に使用したアンモニア銀溶液は、黑色の硝酸銀が生成され爆発することがある。この危険は高濃度に使用するチオ硫酸ナトリウムを等量、アンモニア銀溶液の中に加えることにより爆発物質である硝酸銀の生成を未然に防止できる。

熱帯医学 第26号 第2巻, 93-96頁, 1984年6月